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57 ABSTRACT

One embodiment of the invention provides an air treatment
device. The air treatment device comprises: an air purifying
unit, configured to purify air; an air sensor, configured to
measure a first air quantity and provide a measurement out-
put, wherein the first air quantity comprises the purified air
purified by the air purifying unit; and a processor, configured
to generate a first value based on the measurement output of
the air sensor so as to calibrate the air sensor. With the air
treatment device of one embodiment of the invention, clean
air, i.e. zero air, is generated locally by the air treatment
device so as to calibrate the air sensor, without the need for
externally generating the zero air, which brings convenience
for the user or other operators performing calibration of the
air sensor of the air treatment device. Another embodiment of
the invention also provides a method of calibrating an air
sensor of an air treatment device. The method comprises the
steps of: purifying air by using the air treatment device; and
measuring a first air quantity by using the air sensor to get a
first value so as to calibrate the air sensor, wherein the first air
quantity comprises the purified air.

12 Claims, 1 Drawing Sheet
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1
METHOD OF CALIBRATING AN AIR
SENSOR

FIELD OF THE INVENTION

The invention relates to the field of air treatment, in par-
ticular amethod of calibrating an air sensor of an air treatment
device.

BACKGROUND OF THE INVENTION

Urbanization and industrialization cause air pollution in
megacities, especially in emerging markets. For purifying the
air to improve air quality, air treatment devices are widely
used in homes, offices and automobiles.

An air quality indicator is usually integrated in the air
treatment device to give the user an indication of the air
quality. In this manner, the air treatment device may further
comprise an air sensor and a processor. The air sensor mea-
sures the air quality and provides a measurement output, and
then the processor reads the measurement output of the air
sensor and controls the air quality indicator to give an indi-
cation to the user based on the measurement output of the air
sensor. However, the measurement output of the air sensor
may drift over time, and the air sensor itself may also show
inconsistencies between measurements, even in the same
batch, as a result of which the air quality indicator may give a
wrong indication to the user; consequently, it is hard for the
user to check whether the indoor air quality has really
improved, which is annoying and may reduce people’s con-
fidence in the air treatment device.

SUMMARY OF THE INVENTION

Normally, zero air is to be used to calibrate the air sensor.
However, each time the air sensor of the air treatment device
is required to be calibrated, the user has to make efforts to find
zero air to perform the calibration, which is quite inconve-
nient.

In view of the above issues, it would be advantageous to
achieve a method of calibrating an air sensor of an air treat-
ment device, wherein the clean air, i.e. zero air, for calibrating
the air sensor is generated locally by the air treatment device.
And it would also be desirable to achieve an air treatment
device of which the air sensor can be calibrated with the clean
air, i.e. Zero air, generated locally by the air treatment device.

To better address the above concern, according to one
embodiment of the invention, there is provided an air treat-
ment device comprising:

an air purifying unit configured to purify air;

an air sensor configured to measure a first air quantity and
provide a measurement output, wherein the first air quantity
comprises the purified air purified by the air purifying unit;
and

aprocessor configured to generate a first value based on the
measurement output of the air sensor so as to calibrate the air
sensor.

In an embodiment, the first air quantity is the purified air,
and then the air treatment device further comprises:

a switch arranged between the air sensor and the air puri-
fying unit;

wherein the processor is further configured to open or close
the switch to allow the purified air flow to the air sensor or
block the purified air flow to the air sensor.

In another embodiment, the first air quantity is the mixture
ofambient air and the purified air, and the air treatment device
is placed in an airtight space, and the processor is further
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configured to determine whether the quality of the first air
quantity in the airtight space meets a predefined criterion, and
to generate the first value based on the measurement output of
the air sensor if the quality of the first air quantity meets the
predefined criterion.

With the air treatment device of one embodiment of the
invention, the clean air, i.e. zero air, is generated locally by the
air treatment device so as to calibrate the air sensor, without
the need for externally generating the zero air, which brings
convenience for the user or other operators performing cali-
bration of the air sensor of the air treatment device. Further-
more, as the measurement output of the air sensor is cali-
brated, the indication of the air quality provided to the user
will be accurate.

According to another embodiment of the invention, there is
provided a method of calibrating an air sensor of an air treat-
ment device, the method comprising the steps of:

purifying air by using the air treatment device; and

measuring a first air quantity by using the air sensor to get

a first value so as to calibrate the air sensor, wherein the
first air quantity comprises the purified air.

These and other aspects of the invention will be apparent
from and elucidated with reference to the embodiments
described hereinafter.

DESCRIPTION OF THE DRAWINGS

The above and other objects and features of the present
invention will become more apparent from the following
detailed description considered in connection with the
accompanying drawings, in which:

FIG. 1 depicts an exemplary air treatment device 10
according to one embodiment of the invention;

FIG. 2 depicts an exemplary air treatment device 20
according to another embodiment of the invention;

FIG. 3 depicts a flow chart of the method of calibrating an
air sensor of an air treatment device according to one embodi-
ment of the invention.

The same reference numerals are used to denote similar
parts throughout the figures.

DETAILED DESCRIPTION

FIG. 1 depicts an exemplary air treatment device 10
according to one embodiment of the invention. The air treat-
ment device 10 may generally be used in homes, offices,
automobiles, and other (public) places, to purify the air. As
shown in FIG. 1, the air treatment device 10 comprises an air
puritying unit 11, an air sensor 12, and a processor 13.

The air purifying unit 11 may take on any configuration,
but generally includes a filtering means 110 and a motor 111
as shown in FIG. 1. The filtering means 110 may generally
include a particle filtering unit for filtering particles, such as
dust, from passing air for example, and a gas filtering unit for
filtering gases, such as chemical gases, from passing air for
example. The motor 111 is configured to cause the air to be
purified to pass through the filtering means 110, which may
be a backward impeller for example. The air purifying unit 11
may further include a housing 112 having an inlet area 113
and an outlet area 114, respectively, configured to allow the
air to be purified to enter (denoted by arrow A) and exit
(denoted by arrow B) the air purifying unit 11. The filtering
means 110 and the motor 111 may both be enclosed in the
housing 112, as shown in FIG. 1.

The air sensor 12 may be any form of sensor which is
suitable for measuring the air quality, such as a particle sensor
or a gas sensor for example. The air sensor 12 is configured to
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measure the air quality and provide the measurement output
to the processor 13, which may be a Micro Control Unit
(MCU) for example.

In the normal working mode, once the air treatment device
10 in for example an automobile is activated, the motor 111
starts to suck ambient air present in the cabin of the automo-
bile into the air purifying unit 11 via the inlet area 113. The
ambient air then passes through the filtering means 110 which
filters for example dust and chemical gases from the passing
ambient air, and then the purified air exits the air purifying
unit 11 via the outlet area 114 and mixes with the ambient air
in the cabin. The above described process is repeated during
the normal working mode of the air treatment device 10 so as
to purify the air in the cabin.

The air sensor 12 measures the quality ofthe air in the cabin
and provides a measurement output. The processor 13 reads
the measurement output of the air sensor 12 and then gives the
air quality indication to the user, based on the measurement
output of the air sensor 12. A quality indicator, for example
one LED or an array of LEDs, may be arranged on the air
treatment device 10 to give an indication of the air quality.
When the processor 13 reads the measurement output of the
air sensor 12, it may compare the measurement output of the
air sensor 12 with a predefined threshold, and then control the
LED to turn green, which indicates that the air quality is
pleasant if the measurement output of the air sensor 12, for
example, does not exceed the predefined threshold, or control
the LED to turn red, which indicates that the air quality is poor
if the measurement output of the air sensor 12, for example,
exceeds the predefined threshold. It will be appreciated that
more than one threshold may be defined to determine the air
quality, and in this regard the LED may be controlled to take
on more than two colors to give an indication of different air
quality levels.

When the air sensor 12 of the air treatment device 10 is
required to be calibrated, for example because the measure-
ment output of the air sensor 12 drifts over time, causing the
indication of the air quality by the indicator to be inaccurate,
the air treatment device 10 goes into the calibration mode.

In one embodiment, the air treatment device 10 may com-
prise a user interface, and the calibration mode may be acti-
vated when an instruction through the user interface is
received, for example when a calibration key on the air treat-
ment device 10 is pressed. Alternatively, the calibration mode
may be automatically activated, for example periodically,
without the need for an instruction from the user or other
operators.

Advantageously, the calibration mode may be activated
after the filtering means 110 of the air purifying unit 11 has
been washed or replaced.

When the calibration mode is activated, the air purifying
unit 11 of the air treatment device 10 starts to purify the air in
the cabin. As described above, in the normal working mode,
the ambient air in the cabin is sucked into the air purifying
unit 11 via the inlet area 113 by the motor 111 and passes
through the filtering means 110, and then the purified air exits
the air purifying unit 11 via the outlet area 114 and mixes with
the ambient air in the cabin. The operation of the air puritying
unit 11 is repeated so as to purify the air in the cabin.

The air sensor 12 measures said mixture of purified air and
ambient air, and provides a measurement output. The proces-
sor 13 determines whether the quality of the mixture meets a
predefined criterion, based on the measurement output of the
air sensor 12, and generates a first value based on the mea-
surement output of the air sensor 12 if the quality of the
mixture meets the predefined criterion, so as to calibrate the
air sensor 12. It is to be noted that the air in the cabin can
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4

substantially be referred to as zero air if the quality of the
mixture meets the predefined criterion, and consequently the
first value can be regarded as the measurement output of the
air sensor 12 at zero air.

In one embodiment, the moving average algorithms may
be used to determine whether the quality of the mixture meets
a predefined criterion. For illustrative purposes only, the
operation of the processor 13 will be described by taking the
window size to be ten and the sampling interval to be one
second. To be specific, the processor 13 collects ten measure-
ment outputs of the air sensor 12, i.e. reads the measurement
output of the air sensor 12 once every second for ten seconds,
and determines whether the standard deviation or variance of
the ten measurement outputs is larger than a threshold. If the
standard deviation or variance of the ten measurement out-
puts is larger than the threshold, the processor 13 continues to
collect the subsequent ten measurement outputs of the air
sensor 12 and performs the operation of determining whether
or not the standard deviation or variance of the ten measure-
ment outputs is larger than a threshold; if the standard devia-
tion or variance of the ten measurement outputs is not larger
than the threshold, the processor 13 calculates the average of
the ten measurement outputs as the first value. Alternatively,
the processor 13 may read the current measurement output of
the air sensor 12 as the first value if the standard deviation or
variance of the ten measurement outputs does not exceed the
threshold.

When the first value is achieved, in one embodiment, the
processor 13 may further calculate the difference between the
first value and a reference value as a compensation value so as
to calibrate the measurement output of the air sensor 12. The
reference value is the standard output of the air sensor 12 at
zero air, which may be pre-stored in the processor 13. The
compensation value may be used to compensate the measure-
ment output of the air sensor 12 in the normal working mode,
that is, when the air treatment device 10 operates in the
normal working mode, the processor 13 will read the mea-
surement output of the air sensor 12 and compensate the
measurement output of the air sensor 12 with the compensa-
tion value, and thus the indication of the air quality by the
quality indicator will be accurate. In this regard, it is desirable
that the response of the air sensor 12 is linear.

Alternatively, the processor 13 may change the configura-
tion of the peripheral circuits of the air sensor 12, based on the
first value, so as to calibrate the measurement output of the air
sensor 12. In this configuration, the direct output of the
peripheral circuits surrounding the air sensor can be the direct
output of the processor 13, without the need for further com-
pensation.

Advantageously, the progress of the calibration may be
indicated by a progress indicator, for example one LED or an
array of LEDs on the user interface, emitting light ranging
from flashing red colored light, in the progress stage, to static
green colored light being an indication of successful comple-
tion, which may avoid interruption in-between.

Itis to be noted that, in this embodiment, calibration should
be performed in an airtight space, for example the airtight
cabin of an automobile.

FIG. 2 depicts an exemplary air treatment device 20
according to another embodiment of the present invention.
The air treatment device 20 comprises an air purifying unit
21, an air sensor 22, a processor 23 and a switch 24 arranged
between the air sensor 22 and the purifying unit 21. The
configurations of the air purifying unit 21, the air sensor 22,
and the processor 23 are the same as those of the correspond-
ing modules in FIG. 1, and will not be described here for
simplicity.
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The switch 24 may take on any configuration suitable to be
switched on and off, but a flip gate or a sliding cover is
preferred.

In one embodiment, the processor 23 is further configured
to open or close the switch 24 to allow the air purified by the
puritying unit 21 to flow toward the air sensor 22 or to block
the purified air flow toward the air sensor 22, respectively.
Alternatively, the switch 24 may be switched on or off manu-
ally.

In the normal working mode, the switch 24 is closed by the
processor 23 so as to block the flow of air purified by the
puritying unit 21 toward the air sensor 22, and therefore the
operation of each module in the air treatment device 20 to
purity the air in the cabin is the same as that described with
reference to FIG. 1 and will not be described here for sim-
plicity.

When the air sensor 22 of the air treatment device 20 is
required to be calibrated, the air treatment device 10 goes into
the calibration mode. The calibration mode may be activated
by an instruction from the user or other operators, or may be
activated automatically as described with reference to FIG. 1.
In the calibration mode, the switch 24 is opened by the pro-
cessor 23 to allow the air purified by the purifying unit 21 to
flow toward the air sensor 22.

When the calibration mode is activated, the air purifying
unit 21 of the air treatment device 20 starts to purify the air in
the cabin. To be specific, the ambient air in the cabin is sucked
into the air purifying unit 21 via the inlet area 213 by the
motor 211 and passes through the filtering means 210, and
then the purified air exits the air purifying unit 21 via the
outlet area 214 and mixes with the ambient air in the cabin. As
the switch 24 is open, part of the purified air is also guided
toward the air sensor 22. Usually, the air purified by the
puritying unit 21 can be considered as zero air; consequently,
the current output of the air sensor 22 can be regarded as the
output at zero air, i.e. the first value, so as to calibrate the air
sensor 22.

It is to be noted that, in this embodiment, as the air purified
by the purifying unit 21 is directly provided to the air sensor
22 to get the first value, the calibration can be performed
without the need for an airtight space.

Furthermore, as the air purified by the purifying unit 21 is
directly provided to the air sensor 22 to get the first value, the
air treatment device 20 of FIG. 2 needs less time to finish the
calibration than the air treatment device 10 of FIG. 1.

FIG. 3 depicts a flow chart of the method of calibrating an
air sensor of an air treatment device according to one embodi-
ment.

First, in step 301, air is purified using the air treatment
device.

Then, in step 302, a first air quantity is measured using the
air sensor to get a first value so as to calibrate the air sensor,
wherein the first air quantity comprises the purified air.

Optionally, after step 302, the method may further com-
prise a step of: generating a compensation value based on the
first value and a reference value so as to calibrate the air
sensor, wherein the reference value is a standard output of the
air sensor at zero air.

Optionally, the method may further comprise a step of:
receiving an instruction through a user interface to start or
stop any one of the steps 301 and 302.

In one embodiment, the first air quantity is the purified air,
and the subsequent measuring step of step 302 may further
comprise the steps of: directing the purified air toward the air
sensor; and measuring the purified air by using the air sensor
to get the first value.
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In another embodiment, the first air quantity is a mixture of
ambient air and the purified air, and the air treatment device is
placed in an airtight space, and the subsequent measuring step
of step 302 may further comprise the steps of: determining
whether the quality of the first air quantity in the airtight space
meets a predefined criterion; and measuring the first air quan-
tity by using the air sensor to get the first value, if the quality
of' the first air quantity meets the predefined criterion.

Optionally, the determining step may further comprise the
steps of: collecting a plurality of measurement outputs of the
air sensor, and determining whether the standard deviation of
the plurality of measurement outputs is smaller than a thresh-
old.

According to another embodiment of the present invention,
there is provided a set of computer executable instructions
configured to perform the steps 301 and 302 of FIG. 3.

It should be noted that the above-mentioned embodiments
illustrate rather than limit the invention and that those skilled
in the art will be able to design alternative embodiments
without departing from the scope of the appended claims. In
the claims, any reference signs placed between parentheses
shall not be construed as limiting the claim. The word “com-
prising” does not exclude the presence of elements or steps
not listed in a claim or in the description. The word “a” or “an”
preceding an element does not exclude the presence of a
plurality of such elements. In the apparatus claims enumer-
ating several units, several of these units can be embodied by
one and the same item of hardware or software. The use of the
words first, second and third, et cetera, does not indicate any
ordering. These words are to be interpreted as names.

The invention claimed is:
1. A method of calibrating an air sensor of an air treatment
device, the method comprising the steps of:
1. purifying air by using the air treatment device; and
ii. measuring a first air quantity by using the air sensor to
get a first value so as to calibrate the air sensor, wherein
the first air quantity comprises a mixture of ambient air
and the purified air, and the air treatment device is placed
in an airtight space, and wherein step ii further com-
prises the steps of:
determining whether the quality of the first air quantity
in the airtight space meets a predefined criterion; and
if the quality of the first air quantity meets the predefined
criterion, measuring the first air quantity by using the
air sensor to get the first value.
2. The method as claimed in claim 1, wherein step ii com-
prises a step of:
generating a compensation value based on the first value
and a reference value so as to calibrate the air sensor,
wherein the reference value is a standard output of the air
sensor at zero air.
3. The method as claimed in claim 1, wherein step ii further
comprises the steps of:
directing the purified air toward the air sensor.
4. The method as claimed in claim 1, wherein the deter-
mining step further comprises the steps of:
collecting a plurality of measurement outputs of the air
sensor; and
determining whether a standard deviation of the plurality
of measurement outputs is smaller than a threshold.
5. The method as claimed in claim 1, further comprising a
step of:
receiving an instruction through a user interface to start or
stop any one of the steps i and ii.
6. A non-transitory computer-readable medium embodied
with a computer program that comprises a set of instructions



US 9,347,925 B2

7

executable by a processor for enabling the processor to carry
out the method as claimed in claim 1.
7. An air treatment device comprising:
an air purifying unit, configured to purify air;
an air sensor, configured to measure a first air quantity and
provide a measurement output, wherein the first air
quantity comprises a mixture of ambient air and the air
purified by the air purifying unit, and the air treatment
device is placed in an airtight space; and
a processor, configured to generate a first value based on
the measurement output of the air sensor so as to cali-
brate the air sensor, the processor further being config-
ured to determine whether the quality of the first air
quantity in the airtight space meets a predefined crite-
rion, and generate the first value based on the measure-
ment output of the air sensor if the quality of the first air
quantity meets the predefined criterion.

8. The air treatment device as claimed in claim 7, further
comprising:
a switch arranged between the air sensor and the air puri-
fying unit;

5

10

15

20

8

wherein the processor is further configured to open or close
the switch to allow the purified air to flow toward the air
sensor or to block the purified air to flow toward the air
sensor.

9. The air treatment device as claimed in claim 7, further

comprising:

a user interface, configured to at least one of (a) receive an
instruction and (b) display an operation of the air treat-
ment device.

10. The air treatment device as claimed in claim 7, wherein

the air sensor is a particle sensor or a gas sensor.

11. The air treatment device as claimed in claim 7, wherein
the processor is further configured to generate a compensa-
tion value based on the first value and a reference value so as
to calibrate the air sensor, wherein the reference value is a
standard output of the air sensor at zero air.

12. The air treatment device as claimed in claim 7, wherein
the processor is further configured to:

collect a plurality of measurement outputs of the air sensor;
and

determine whether a standard deviation of the plurality of
measurement outputs is smaller than a threshold.
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